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Abstract: This study aims to characterize the phosphate buffer and urease enzymes 
through UV-Vis and SEM-EDS absorbance spectra using tungsten as an indicator electrode. 
The method used is a potentiometric biosensor with urease enzyme immobilization 
technique for urea analyte. A small detection range of 10-5-10-4M has been studied with 
PVA-enzyme coated indicator electrodes coated with PVC-KTpClPB. On this basis, the 
researchers increased the detection range by analyzing glutaraldehyde (GA) mixed with 
PVA-enzyme and o-NPOE mixed with PVC-KTpClPB. The best results of GA mixed PVA-
enzyme at GA2.9% UV-Visible analysis. The best results were PVA-enzyme coated 
indicator electrodes coated with GA coated again with PVC-KTpClPB-o-NPOE SEM-EDS 
analysis on PVA-enzyme samples 3x coated with GA 1x and PVC-KTpClPB-o-NPOE 1x 
with o-NPOE variation of 61% and 66%. 
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Research has been carried out on indicator 
electrodes coated with PVA-enzyme coated with PVC-
KTpClPB with a detection range of 10-5-10-4 M (Hakim, 
2019). This electrode analysis has been characterized 
using SEM-EDS (Hakim, 2018). Range 5.10-7-10-2 M, 
according to (Rahman, 2008), on this basis the 
researchers increased the detection range with GA and 
o-NPOE. 
GA has been shown to be effective in increasing 
the strength and thermal stability of gelatin films (Lin, 
2020). GA as a crosslinker enhances the properties of 
the ionogel, achieving a 5-fold higher activity than the 
free enzyme and also for reuse at 70oC. The chemical 
composition and morphology were studied by electron 
microscopy SEM spectroscopy and energy dispersive 
X-ray EDS (Escudero, 2020). 
Glutaraldehyde (GA) prevents the loss of 
enzymes in repeated use of the adsorbent and increases 
the stability of the enzymatic function to unchanged 
activity in 18 cycles (Pogorilyi, 2017). When used 5% wt 
immobilized urease with glutaraldehyde. 
Increasing or decreasing activity, 3% 
glutaraldehyde concentration causes a decrease 
[Kayastha and Srivastava, 2001], as well as the optimal 
glutaraldehyde concentration between 2.5-3% for 
urease immobilization. The technique used is 
adsorption, entrapment, crosslinking. The cross-linking 
technique (Ismaiel et al., 2015) contributes to 
strengthening the biocatalyst bond, preventing leakage, 
reducing desorption and increasing the stability of the 
biocatalyst. 
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2-nitrophenyloctyl ether (NPOE) has been used 
and mixed in poly (vinyl chloride) (PVC) (Huang, 2014) 
on ion-selective electrodes. The sensitivity is 19.7 
mV/decade with a range of 5.10-7-10-2 M, according to 
(Rahman, 2008) the optimum sensitivity is 59 
mV/decade. The potential difference between the 
reduction and oxidation peaks is theoretically 59 mV 
(Rahman, 2008) for a reaction that is reversible, in 
practice the difference is typically between 70-100 mV. 
The immobilization technique for biosensor 
construction involves the urease enzyme into a 
polymer consisting of PVC for the urea bioser (Ulianas, 
Heng, and Ahmad, 2011). Poly (vinyl chloride) (PVC) is 
a polymer matrix commonly used in ISE (Mir, et al., 
2014). 
The PVC within the permissible limits provided 
the membrane electrode having the composition of 
PVC: o-NPOE: DPA: NaTPB as 33:61:3:3 (w/w) as the 
optimum composition with the closest Nernstian 
response (Kaur, Chhibber and Mittal, 2017). 
Composition 30:65.5:0.5 mg PVC: o‑NPOE: KTpClPB 
(Badakhshan, 2019), about the composition of PVC, 
plasticizers and lipophilic additives. Ionophores (I) 
1.10% (w/w), lipophilic salt (KTpClPB) 0.25% (w/w), 
plasticizer (o-NPOE) 65.65% (w/w), and PVC 33.00 % 
(w/w) dissolved in tetrahydrofuran (Lenar, 2020). 
The organic solvents tetrahydrofuran (THF), 
dimethylformamide (DMF), and ethylene glycol (Gly) 
were used for dispersion of coating materials and 
dissolving membrane components (Lenar, 2020). 
According to (Lenar, 2020) DMF is better than THF as 
an organic solvent. 
Plasticizer (either DOP or o-NPOE, 133 mg), and 
PVC (66 mg) in THF (3 mL) (Elbehery, 2019). The DOP-
containing membranes provided a lower detection limit 
and a wider linearity range than those containing the o-
NPOE plasticizer. 
 Based on the information above, the researcher 
developed a membrane modification indicator 
electrode. The design of the PVA-Enzyme-coated 
tungsten indicator electrode design was further coated 
with PVC-KTpClPB-o-NPOE. The method used is 
potentiometric biosensor immobilization technique of 
urease enzyme for urea analyte. The electrodes were 
designed in two ways at 61% and 66% o-NPOE 
variations. First, the electrodes were coated with PVA-
Enzyme 1x coated with GA 1x coated again with PVC-
KTpClPB-o-NPOE 1x, denoted A1-4 61% and A1-466%. 
Both coated with PVA-Enzyme 3x coated with GA 1x 
coated again with PVC-KTpClPB-o-NPOE 1x, notated 







The materials used in the manufacture of the 
indicator electrodes were tungsten with a diameter of 
1.0 mm 99.99% Aldrich 267562, PVA [-CH2CHOH-]n, 
enzyme EC 3.5.1.5 (Urease) U4002, 50 - 100 ku type ix, 
glutaraldehyde (GA); PVC (CH2CHCl)n, potassium 
tetrakis (4-chlorophenyl) borate (KTClPB), o-
nitrophenyloctylether (o-NPOE), Tetrahydrofuran 
C4H8O; Phosphate Buffer KH2PO4, KCl, urea standard 
56180, from Sigma-Aldrich. 
Also used is a potentiometer cell equipped with 
an Ag/AgCl MF-2052 RE-5B reference electrode and a 
design indicator electrode coupled with a 
microcomputer (ADI Powerlab instrument, Australia), 
magnetic stirrer and flow injection (FIA). 
The indicator electrodes were made by using the 
potentiometric biosensor of the urease enzyme 
immobilization technique in two notations B1-4 2.9% 
GA and B3-4 2.9% GA. Then it was analyzed with a 
potentiometer cell containing a solution of 0.001 M 
KH2PO4 + KCl pH 7.5, with urea injection variations of 
10-7 - 10-1 M and variable signal analysis. From the two 
samples above, it was continued to manufacture four 
indicator electrodes with notation A1-4 61%, A3-4 61% 
and A1-4 66%, A3-4 66%. Then all four were analyzed 
by SEM-EDS. 
 
Result and Discussion 
 
Results of UV-Vis Characterization of PVA-E-GA Solution 
Experimental research on PVA-Enzyme solution 
mixed with GA has been carried out with UV-Vis 
analysis between 2.5-3%. The best results can be seen 
in Figure 1 of the PVA-E-GA solution, at 2.9% GA. 
On the basis of the best results of PVA-E-GA 
2.9%, the indicator electrode was modified through the 
membrane with the following design: first, the PVA-E-
GA solution was coated 1x, 2x, and 3x coated again 
with PVC-KTpClPB 1x, notated A1-4, A2-4 and A3-4. 
The best results are at electrodes A1-4 and A3-4. 
The two solutions of PVA-E 1x, 2x, 3x were 
coated with GA, 1x was coated again with PVC-
KTpClPB 1x, given the notations B1-4, B2-4 and B3-4. 
The best results are at electrodes B1-4 and B3-4. 
XRD analysis of the electrodes has been carried 
out in a first way, A1-4 high peak intensity 270 u.a at 
44.28o, A3-4 high peak intensity 382 u.a at 44.32o. The 
second way B1-4 high peak intensity 452 u.a at 44.32o, 
B3-4 high peak intensity 286 u.a at 44.34o. The best 
result in the second method is PVA-E coated with GA 
coated again with PVC-KTpClPB. There are differences 
in the cross method and the entrapment method is 
better than the entrapment method [Bhushan, Pal and 
Jain, 2015]. This second method was followed by 
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modification of PVC-KTpClPB plus o-NPOE at 
variations of 61% and 66%. 
The three solutions of PVA-Enzyme 1x were 
coated with GA 1x again coated with PVC-KTpClPB-o-
NPOE 1x, with variations of o-NPOE 61% and 66% 
given the notations A1-4 61% and A1-4 66%; in the 
same way the PVA-Enzyme solution 3x coated with 
GA 1x was coated again with PVC-KTpClPB-o-NPOE 
1x, given the notations A3-4 61% and A3-4 66%. 






















 PVA-Enzyme-GA 2.6 %
 PVA-Enzyme-GA 2.9 %
 PVA-Enzyme-GA 3.0 %
 
Figure 1. The best PVA-Enzyme-GA absorbance spectrum 
pattern is at 2.9%, with different absorbance peak heights. 
 
Variable Signal Analysis Characterization Results 
According to the second method, the indicator 
electrodes were analyzed using a potentiometer cell 
consisting of the RE-5B Ag/AgCl MF-2052 reference 
electrode and the tungsten indicator electrodes B1-4 
Figures (2a and 2b) and Figures B3-4 (3a and 3b). 
The potentiometer cell used a buffer solution of 
0.001 M KH2PO4 + KCl pH 7.5 with a variation of 10-7 - 
10-1 M urea injection. The best results were obtained at 
the indicator electrode B1-4 based on the signal 
analysis of the variable in Figure 2a. and the sensitivity 
was 46.69 mV/decade, the detection range was 10.-4 - 
10-2 M, and the detection limit is 10-4 M, the confidence 
coefficient R2 = 99.62 % Figure 2b. The best result of 
indicator electrode B3-4 is based on the analysis of the 
variable signal in Figure 3a and the sensitivity is 38.16 
mV/decade in the urea detection range of 10-6 - 10-4 M, 
the detection limit is 10-46 M, the confidence coefficient 
R2 = 95.42 %. 
 
  
Figures 2a and 2b. Analysis of the potentiometer cell variable 
signal and sensitivity 46.69 mV/decade, detection range 10-4 - 
10-2 M and detection limit 10-4 M, R2 = 99.62 %, B1-4. 
 
The symmetry of the signal [Hakim, et al 2021] is 
very dependent on the incoming signal and outgoing 
signal from the redox process. The incoming signal is 
not the same as the outgoing signal with a total signal 
data of 400 signals/second [Kim, Liu and Payne. 2017]. 
The symmetry of the signal [Basile, Bhatt and 
O'Mullane, 2016] can be seen in Figure 2a and Figure 
3a. The voltage between the oxidation and reduction 
peaks according to [Rahman et al, 2008] is theoretically 
59 mV for a reversible reaction. 
 









































Figures 3a and 3b. Variable signal analysis and sensitivity 
38.16 mV/decade, detection range 10-6 - 10-4 M and detection 
limit 10-6 M, R2 = 95.42 %, B3-4. 
 
Characterization Results of SEM-EDS B1-4 and B3-4 
 The difference in the best results for indicator 
electrodes B1-4 and B3-4 was analyzed by variable 
signal analysis supported by SEM-EDS analysis in 
Table 1. that more weight percent, atomic percent and 
tungsten ratio on indicator electrode B3-4 than 
indicator electrode B1- 4. The second way is the best 
result according to [Bhushan, B., et al, 2015]. The first 
way is cross, the second way is entrapment. According 
to the EDS spectrum pattern and morphology of the 
indicator electrodes B1-4 and B3-4, there are 
differences in the spectrum and morphological 
patterns. Also accompanied by weight percent, atomic 
percent and atomic ratio can be seen in Table 1. 
 





Figure 4. The morphology of the B3-4 indicator  




Figure 5. The morphology of B1-4 indicator  
electrodes and the EDS spectrum pattern. 
 
B3-4 is an indicator electrode coated with PVA-E 
3x coated with GA 29% 1x coated again with PVC-
KTpClPB 1x entrapment method. B1-4 is an indicator 
electrode coated with PVA-E 1x coated with GA 2.9 % 




Table 1. Weight percent, atomic and atomic ratio of 
Tungsten without o-NPOE. 
Indicator 
electrode 
Element Weight % Atomic% 
Ratio 
Atomic 
B1-4 w 73.68 80.30 2.41 
B3-4 w 76.24 87.78 2.49 
 
Results of UV-Vis Characterization of PVC-KTpClPB-o-
NPOE Solution. 
Membranes containing o-NPOE as a plasticizer 
with a higher dielectric constant (ɛ = 24) showed the 
best Nernstian response (Badakhshan, 2019). 
Membranes containing DOP provide lower detection 
limits and a wider linearity range than those 
containing the o-NPOE plasticizer (Elbehery, 2019).  



































Figure 6. Absorbance spectrum pattern of PVC-KTpClPB-o-
NPOE at o-NPOE 61% and 66%. 
 
When compared to Figure 1, the UV-Vis 
absorption spectrum pattern of PVA-E-GA solution 
and PVC-KTpClPB-o-NPOE solution at o-NPOE 61% 
and 66%. In the PVA-E-GA solution, the absorbance 
peak is around 300 nm and the wavelength is 280 – 320 
nm. In the PVC-KTpClPB-o-NPOE solution with 61% 
o-NPOE, the absorbance peak height was about 250 
with a wavelength range of 200 -235 nm and an 
absorbance peak height of about 337.5 with a 
wavelength range of 235 – 425 nm.  
In the PVC-KTpClPB-o-NPOE solution with 66% 
o-NPOE, the absorbance peak height was about 250 
with a wavelength range of 200-265 nm, the 
absorbance peak height was about 348 with a 
wavelength range of 265-370 nm, and the absorbance 
B1-4  
B3-4  
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peak height was about 380 with a wavelength range. 
wavelength 370-400 nm. 
 
SEM-EDS Characterization Results using o-NPOE 
 
 
Figure 7. The morphology of the A1-4 61% indicator  




Figure 8. Morphology of A3-4 61% indicator electrode  
and EDS spectrum pattern. 
 
Increasing the wavelength range affects the 
linear range. This can be seen in the EDS spectrum 
pattern in Figure 4. B3-4 indicator electrode and Figure 
5. B1-4 indicator electrode without o-NPOE with o-
NPOE Figure 7, 8, 9 and 10. In Figures 4 and 5 the 
spectrum pattern ranges from the scale 0-9 without o-
NPOE. In Figure 7-10 the spectrum pattern from 0-10 
scale with o-NPOE, is also followed by the pores of the 




Figure 9. Morphology of A1-4 66% indicator electrode 




Figure 10. The morphology of the indicator electrode  
A3-4 66% and the EDS spectrum pattern. 
 
According to Table 1. indicator electrode B3-4 is 
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variable signal analysis and sensitivity indicator 
electrode B1-4 is better than indicator electrode B3-4 
without o-NPOE. 
 When followed the analysis of Table 1 and the 
analysis of the EDS spectrum pattern in Figures 3. and 
4. Likewise, Table 2. with samples A1-4 61%, A3-4 61, 
A1-4 66% and A3-4 66% analysis of the EDS spectrum 
pattern Figure 7-10. The tendency of the best sample is 
A1-4 66% with the smallest weight percent, atomic 
percent and atomic ratio of tungsten. 
 
Table 2. Weight percent, atomic and atomic ratio of 










A1-4 61% w 91.91 91.80 2.93 
A3-4 61% w 95.98 92.78 3.04 
A1-4 66% w 84.93 86.27 2.74 




Based on the data above, the manufacture of 
tungsten indicator electrodes with the best membrane 
modifications at B1-4 and A1-4 66%. B1-4 membrane 
consists of 1x PVA-E coated GA 1x coated PVC-
KTpClPB 1x. A1-4 66% membrane consists of 1x PVA-E 
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